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Suggested positioning for 
the connection of ENFitTM*
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ENFitTM* is a federally registered trademark in multiple jurisdictions through the world. Used with permission.   

Positioning the feeding tube facing 
down upon connection may prevent 
formula build-up in the moat. 

Any potential build-up in the moat 
can cause di�culty when disconnecting 
the feeding tube once the formula dries.

Caution: 
Do not overtighten the connection.
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