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Glucose Monitoring System Quick Operating Guide

Patient Test
Name: 3N1 <« 13:42 Name: 3N1 <« 13:42 Name: 3N1 « 13:42 Name: 3N1 <« 13:42
3 N 1 0206506089
123 s 123

location:  3North

Press OK to begin testing 7 8 9 7 8 9

Scan 0 ABC... ‘ H QcC ” MENU ’ Erase O
Batt: I:I' Mem: i]
Review Login Sveift,m Back Scan Review Accept Logout Clear Accept

1 From Home screen, press
Login.

Enter Patient ID Op: 8636

Name: 3N1 « 13:42

2 Enter or scan Operator ID
and press Accept.

Name: 3N1 « 13:42

3 From Patient Test screen,
press Accept.

4 Check Strip lot no. and press
Accept.
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Scan 0 ABC...

Back Scan List

Insert Test Strip in meter

11

Cancel

5 Enter or scan Patient ID and
press Accept.

Apply Sample Op: 8636

Name: 3N1 « 13:42
Touch test strip to blood drop

P

9 Touch strip to blood drop.
Result will appear within 6
seconds.

Nova Biomedical Canada Ltd., 17 - 2900 Argentia Road,

6 Insert Test Strip into Meter.

10 Warning!

The test strip must fill
completely upon touching the
blood droplet. If the test strip
does not fill completely, do
not touch the blood droplet
a second time. Discard the
test strip and repeat the test
with a new test strip.

7 Wash patient’s hand thor-
oughly and massage finger to
stimulate blood flow.

Patient Result Op: 8636

8 Use safety lancet to puncture
finger / squeeze finger to form
blood drop. Wipe away the
first blood drop.

Patient Test Op: 8636

Name: NICU-1 «© 13:42 Name: 3N1 «© 13:42

Pt ID: 194546646

Darryl Smith

Strip Lot: 0206806099 G | u
Patient Pending 07/19 06:19
Glu
5l 7 mmol/L
Normal 3.9-6.1
Lo oo [ wew |
Reject Accept Comment Review Accept Logout

1 1 To accept result, press
Accept. To reject result, press
Reject.
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1 2 To review other results,
press Review from Patient
Test screen.



